
 

2020 ADVANCED DUI 
TRIAL ADVOCACY 

 

August 31 – September 3, 2020 
Phoenix, Arizona 

 

Distributed by: 
 

ARIZONA PROSECUTING ATTORNEYS’ ADVISORY COUNCIL 
3838 N. Central Ave, Suite 850 

Phoenix, Arizona 85012 
 

ELIZABETH BURTON ORTIZ 
EXECUTIVE DIRECTOR 

 

 
 

Wednesday, September 2, 2020 

 

DUI HOT TOPICS 
Intoxilyzer 9000 Introduction 

 

Presented by: 
 

Beth Barnes 
TSRP, Assistant Phoenix City Prosecutor 

Phoenix City Prosecutor’s Office 
 

 



Introduction to the Intoxilyzer 9000  
• DPS Crime Lab is putting Intoxilyzer 9000s into the field 

• Officers will need to be certified on the 9000 (even if already certified on the 

8000) if admission is through the breath test statute – otherwise use Rule 702 

• When introduced, the new instruments will be phased in 

o Introduction will be gradual at first 

• The Intoxilyzer 9000 is extremely automated for the officer operator 

• It is much easier for the suspect to blow into the Intoxilyzer 9000 

• There are separate checklists for the 8000s and the 9000s 

• The operator checklist for the Intoxilyzer 9000 is streamlined 

• The protocol for the 9000 ensures the officer conducts a proper 15-minute 
deprivation period 
 

• The 9000 requires officer to remove the mouth piece after each breath sample 
 

• When a gas tank is changed on the Intoxilyzer 9000, it will automatically start a 
calibration check on the new tank 

 

• The Intoxilyzer 9000 instruments will give a notice before the annual preventative 
maintenance is due and then shut off until it is performed. 

 

• Intoxilyzer 9000 instrument may have any or all of the following: 

o Magnetic swipe card 

o Barcode scanner 

o Touch screen keyboard 

o External USB keyboard 

• Battery backup is built into the Arizona Intoxilyzer 9000 models 

• Intoxilyzer 9000s  have LAN connectivity 

• NIST traceable dry gas simulator  

 

 



Documentation for the Intoxilyzer 9000 

• Breath Test Print Card 

• Operator checklist 

• 31- day check (no 90-day check – they will be combined)  

• Other maintenance records will be available from the DPS lab 

 

• Documentation for the 8000s will stay the same 

 

 

                     

 

 



 

 

 

 

 

   
 



Four wavelengths of infrared light 

 

 

Multiple communication ports 



Specifications 

 

 

 

 

 


